Broadband transmit/receive circuit for NMR.
This note describes a circuit being used in a 5-60 MHz pulsed FT NMR system to deliver the transmitter pulse efficiently to the sample probe and then with good signal-to-noise ratio to couple the resulting NMR signal from the probe into the preamplifier.